[Formula for calculating the IOL focal power].
A formula for calculating the focal IOL power based on SRK-II is suggested and clinically tested. Quadratic non-linear allowances in small (below 23 mm) and big values of the anterior-posterior eye axis are introduced into it, instead of linear allowances, to enhance the calculation accuracy.